


GENERAL ELECTRIC 
X-RAY CORPORATION 


MAIN OFFICE AND FACTORY CABLE ADDRESS 


20le JACKSON. BOULEVARD } BRANCH OFFICES IN ALL PRINCIPAL CITIES VICTORXRAY CHICAGO 
CHICAGO 
Dr. FF. J. Moennighof?f | | May ey 19389 


413 Broadway 
Monett, Missouri — 


Dear Dr. Moennighoffs 


In response to your request, we are sending to you literature describing the 
G-§ Model "C" Electrosurgical Unit (Spark Gap Type); also, authentic oLinioal data 
dealing with the values of electrosurgery in selected cases. 


The G-E Blectrosurgical Unit (Spark Gap Type) provides a quality of current 
suitable for tissue cutting, coagulation and dehydration, either alone or in combi-~ 
nation. The surgeon has personal control of the instrument and is provided with con- 
venient regulation to alter immediately the cutting current or the coagulating current 
without diverting his attention from the field of operation. 


This outfit has been employed satisfactorily in conjunction with the various 
types of resectoscopes in use today, The cutting and coagulation properties of the cur- 
rent produced and convenience of regulation adapt this instrument ideally for urologic 
work, particularly for the resection of prostatic obstruction through the urethra. 


The G-E Electrosurgical Unit measures up to all requirements of the medical 
profession for an outfit extremely compact and portable, yet so constructed as to meet 
all of the requirements for electrosurgery. The correctness of design insures its un- 
failing operation. 


Convenience of regulation and control of the currents by manipulation of the 
selector switch and foot switch simplifies the operation of the outfit. Intensity of 
the cutting and coagulating current may be finely controlled to facilitate duplication 
of any given setting. 


Refined control and current quality permits instant cutting and coagulation 
with a minimum of muscular sensation. The unit is shock proof. By this we mean that 
there is no danger of delivering to the patient or operator the current from the Line. 


The price of this unit complete with foot switch, three surgical handles with 
cords, surgical electrodes, body electrode with attachment cord and instrument rack, © 
for operation on 115 volt, 60 eycle, alternating current, is $447.00 £.0.b. Chicago. 
The price of the mobile stand to support the outfit is $35.00. A convenient deferred 
payment plan may be arranged through our representative if desired. 


Should you desire further information relative to this unit or a demon- 
stration, may we ask that you communicate with the General Electric X-ray Corporation, 
1114 Grand Avenue, Kansas City, Missouri. 
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